Introduction
Actigraph recording is a convenient method for detecting activity and rest periods. 1 When validated against polysomnography (PSG), actigraph records have been found in general to be valid and reliable for estimating sleep in healthy adults with normal sleep patterns, [1] [2] [3] in pediatric 4, 5 and elderly populations, 6 and in those with sleep disorders (advanced or delayed sleep phase syndrome and insomnia). 2, 7 A limitation of actigraphy in sleep research is the lack of standardized methodology for data handling, leaving researchers to independently make decisions regarding data sampling, processing, and analysis. 8 As a consequence, comparison between studies may be open to flawed interpretation. In addition, other factors also limit such comparisons, since differences exist in how movement is quantified with different devices (eg, Motionlogger Sleep Watch [AMI] versus Phillips Respironics Actiwatch 2; Murrysville, PA, USA), in how proprietary software algorithms score records for sleep and wake estimates, and in elected settings within the Actiwatch actigraph (eg, low, medium, or high sensitivity, and epoch length). Indeed, a scoring and instructional manual has been commissioned by the Society of Behavioral Sleep Medicine to standardize the use of actigraphy devices.
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Chow et al A range of actigraphs is commercially available. Although the Motionlogger (AMI) and AMA-32 (AMI) actigraph scoring algorithms for characterizing epochs of sleep and wake have demonstrated agreement with PSG of 88% to over 90%, 10, 11 further improvements in scoring rules have been proposed. 12 A commonly used and well-validated brand of actigraph in sleep research is the Actiwatch 2 with light sensor and event marker by Philips Respironics (previously owned by Mini-Mitter co., Inc., Sunriver, OR, USA). 4, [13] [14] [15] The present study will examine the automatically scored data collected using the Actiwatch 2 and analyzed with its Actiware software.
Actigraphs utilize an in-built accelerometer to record movement, and proprietary software use algorithms to score each recorded epoch as sleep or wake, yielding sleep indices such as sleep onset latency, wake after sleep onset, total sleep time, and sleep efficiency. In addition, a light sensor and an event marker (a button that can be pressed by the wearer) are useful features that can be employed to define the bedtime and rise time.
The rest interval demarcates the "time in bed" in Actiwatch 2. It is defined as the time the participant got into bed (bedtime) with the intention of sleeping and the time the participant eventually gets out of bed in the morning (rise time). After the rest interval is defined, the proprietary software automatically detects the time spent asleep within the rest period. All sleep indices are calculated from these measures. Thus, the marked rest interval has a direct impact on the estimated sleep indices, including sleep efficiency, which is the proportion of time spent asleep relative to the time spent in bed, and sleep onset latency, the time taken to fall asleep after going to bed.
The proprietary software can be used to automatically detect the rest interval. Because of potential limitations with location and marking of the rest intervals by the proprietary software, the software's instructions advise the researcher to first inspect the data and then manually set or alter rest intervals that seem to have been missed by the algorithm, before generating sleep statistics. 16 However, the software does not suggest a standard method for doing this, and to date there has been no published standardized methodology for defining the rest interval in Actiwatch 2. Thus, automatic detection may be further defined by manual intervention for estimation of sleep indices. Notably, such standardization has been in use for AMI Motionlogger device and software and verified by way of sleep diary 17, 18 or time-stamped phone-in reporting of bedtime and wake-up time. 19 While actigraphy appears as a simple, nonuser dependent method, a number of specific technical considerations need to be accounted for when evaluating sleep. Therefore, the aims of this study were to 1) establish a protocol for manual scoring of the rest intervals in actigraph data collected from Actiwatch 2 by comparing the rest intervals yielded by a standardized manual scoring method with those yielded by the default algorithm and 2) test the inter-rater reliability of this standardized manual scoring method.
Methods
Actigraphy data were collected from a pilot study on sleep, depression, and puberty in adolescents. Written consent was obtained from all participants and their parent or guardian as per our study protocol that was approved by the University of Sydney Human Research ethics committee approval number 12502. A total of 187 nights of recording from 7 healthy males and 3 females, aged 13.5±0.7 years, were available for analysis. each participant wore the Actiwatch 2 on the nondominant wrist for 4-12 days on 2-4 occasions. The participants were instructed to press the event marker when getting into bed at night and on waking up in the morning. Data were collected in 30-second epochs. This sampling rate, which has been applied in studies in children and adolescents, 20 yields logging time of 15 days compared to the setting of 15 seconds, which yields 7.5 days. Default sensitivity (medium) was selected since this setting has been found to yield the least overestimation or underestimation of sleep or wakefulness for total sleep time and wake after sleep onset compared to PSG in children aged 9-11 years 21 and 6-12 years. 22 The participants were 10-12 years old when they were enrolled in this study. The rest interval was detected by 1) the standard default algorithm using the Respironics Actiware v5.71.0 (eNU) and 2) manually scored according to the standardized protocol as discussed later in this article.
Default algorithm detection of rest intervals
Rest intervals were defined automatically by the Respironics Actiware software using the default algorithm. The default algorithm does not take event markers or light level into account, but rather sets the rest interval according to activity data only. The algorithm automatically detects the major rest intervals of low activity that are longer than 3 hours. However, a low activity definition is not provided by the manufacturer. In this study, the major rest interval per day (the nocturnal sleep period) was used, and minor rest intervals (eg, daytime naps) were not selected.
Standardized manual scoring of rest intervals
The bedtime was defined using the following information: drop in activity level ( Figure 1A) , drop in light level to zero, and the event marker. The rise time was defined using the 
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Chow et al following indicators: increase in activity level ( Figure 1B) , solid wake bar (red bar) on the actogram, and increase in light level above 1.0 µW/cm 2 . The rise time was described as the first epoch after the sleep/wake bar (red bar) on the actogram had become solid (indicating waking), where there was increased activity. The instructions for scoring the rest interval are depicted by a decision tree in Figure 1 . With no empirical data to suggest a cutoff point for drop in light or activity level, we have chosen an arbitrary but realistic cutoff of 10 minutes.
Agreement rates between default algorithm and manual detection, and between scorers A two-way, mixed consistency, average-measures intraclass correlation (Icc) was applied to assess the degree of consistency and agreement between standard default setting and manual scoring, and between the two scorers in defining bedtime, rise time, duration of the rest interval, activity level at bedtime, and activity level at rise time (SPSS v21; chicago, Il, USA). Two experienced scorers (SNW and MS) analyzed the actigraph data according to the proposed manual scoring protocol. One hundred and eighty three eligible rest interval records were included in the Icc reliability analysis. eleven records had already been excluded owing to technical failures (no data had been collected). Four rest intervals, not detected by the default algorithm and independently detected by both scorers, yielded a total of N=187. Following analysis of the data independently by the scorers, problems or issues arising from the manual scoring of the rest intervals were identified and resolved.
Results
Iccs between default algorithm and manual scoring are reported in Table 1 . These data show consistency between the default algorithm and manual scoring in identifying bedtime and rise time, moderate agreement for duration of the rest interval, and poor agreement for activity level at bedtime and rise time. The activity level in the epochs, which the default algorithm selected as the bedtime and rise time, was exceedingly low (Table 1) , whereas the manual scorers selected bedtimes and rise times in epochs with 12%-41% higher activity levels than the default readings. There was a high level of agreement between the scorers across all parameters (Table 1) . Figure 2 displays examples of errors associated with rest interval detection by the default algorithm. Figure 3 displays examples of those concerned with participant-related issues, and Figure 4 shows examples related to inter-scorer issues.
Discussion
The original findings of this study conducted with Actiwatch 2 (v5.71.0 eNU) suggest that there are a number of problems with the default algorithm's estimation of the bedtime and rise time. Thus, the protocol used in this study aimed to improve the marking of this demarcated period and detection of any rest periods missed by the default algorithm. It is not clear in some cases why rest intervals were not detected. However, it is known that the default algorithm uses activity level as a primary criterion for determining the start and end of a rest interval, for example, an epoch is marked as sleep following an immobility of 10 minutes. A light sensor has been incorporated into the Actiwatch as a result of research 
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Defining the night rest interval in Actiwatch 2 interest in circadian rhythms and measurements, but the default rules have not taken advantage of the light signal. Our manual detection rules include not only the level of activity but also consider the light level and the event marker. A further improvement to this protocol could be the addition of an event diary.
The highlighted examples of limitations produced by the default algorithm demonstrate the importance of manually checking actigraph data, rather than sole reliance on the default algorithm. challenging data sets, which apparently arose from participant behavior and also from the potential for inter-scorer disagreement, demonstrate that manual scoring is not straightforward and that a structured approach is required to obtain the optimal definition of rest intervals. This standardized manual scoring process offered could add value to the Actiwatch 2 as an indispensable research and clinical tool, but it does require additional and experienced human resources.
A strength of the study is the high agreement between the two scorers. The manual scoring process suggests high reproducibility and thus reliability of the criteria used to detect bedtime and rise time. It does not demonstrate external validity; there is no objective verification of rest intervals. However, the manual protocol is directed at imprecisions generated by the default algorithm. Through human visual inspection and by means of the criteria set out in the decision tree, the bedtime and rise time are determined by taking into account the drop in activity and light levels, in addition to event markers where present. Accordingly, this manual scoring process has the potential to improve the detection of rest intervals.
A sleep diary and interview of the subject may reconcile participant-related issues. Although sleep diary of 1-week duration was recorded at three time points over 6 months, along with actigraph recordings by our participants, these data have not been used since we observed improved sleep According to the manual detection rules, the rest interval would coincide with the event marker, since the epochs before the marker showed low-level activity, which may suggest quiet sitting or reading. Light level was zero, which may suggest the Actiwatch 2 light sensor may have been covered (by pyjama sleeve or bedding). (C) True rest interval (arrow) not detected by default setting.
Dovepress
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Chow et al Figure 3 Examples of participant-related issues. Notes: (A) Event marker and light level do not correspond with the expected drop in activity (arrow). The event marker, usually used to mark bedtime, in this case, will be ignored given the high level of activity that followed. Drop in activity reflects more reliably the behavior of retiring to bed. Thus the epoch that followed a drop in activity would be taken as the start of the rest interval, when a discrepancy of >10 minutes exists between light and event indicators. The second event marker in the record that coincided with increased activity and light level should be marked as the end of the rest interval. (B) Event marker not pressed at bedtime (arrow). Light remained high (it is possible that the participant had dozed off with lights on or slept with a bed light or room partner who might still be awake with the light on). Light then fell to zero (the participant may have awakened later to turn the lights off, or the parent of the adolescent had turned off the light). In this example, the significant drop in activity marked the rest interval (depicted by the light blue), and the sleep period (medium blue) fell within the rest interval. An event marker was placed where it coincided with an increased light level (intermittent in nature). The rest interval should have been ended as depicted by the event marker. (C) A drop in light level to zero is insufficient to mark bedtime, since the activity level remained high (rightward arrow). The epoch that coincided with the drop in activity level was selected as the start of the rest interval, as was correctly identified by the default algorithm. The downward arrow in the record should be marked as the end of the rest interval, where there was an increased level of both activity and light with a solid actogram red bar. (D) At the end of sleep period (arrow), increased activity preceded the increase in light level. The increased activity level, which coincided with the event marker, should mark the end of the rest interval (default algorithm incorrectly marked the end interval).
Figure 4 Examples of inter-scorer issues.
Notes: (A) At the start of the rest interval, light dropped to zero (first arrow), later the light level picked up again (second arrow). Scorers may select either epoch to mark the start of the rest interval. In this case, the drop in activity level together with the event marker should mark the start of the rest interval. (B) Event marker pressed more than once. As shown by the red arrow, the event marker was pressed three times, at 22:08, 22:11, and 22:15. Since scorers may choose to begin the rest interval at any of the three times, it would be suggested in such a case that the last of the three markers should be selected for marking the start of the rest interval.
diary recording longitudinally (unpublished data). Thus, in this group of mid-adolescents we did not feel confident that the sleep diaries were helpful in addressing manual scoring of rest intervals in Actiwatch 2. These data came from a field study and the opportunity to debrief adolescents in an interview was not available to the investigators.
The current findings illustrate many of the difficulties that investigators and clinicians face in determining rest
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Defining the night rest interval in Actiwatch 2 intervals from actigraph recordings. Hence, we recommend that actigraph wearers keep an up-to-date self-report diary of relevant activities and mark events related to sleep routines to resolve ambiguities for better rest interval detection. An event diary that captures the sleep schedules (as indicated by Respironics) but furnished with additional sleep-related events is provided in Table 2 . clear instructions to participants regarding when to press the event marker are also essential.
In addition to the aforementioned issues, some researchers may define bedtime and rise time differently compared to how we defined them in this study. We defined the beginning of the interval as being the time the participant got into bed with the intention of sleeping (bedtime). Our definition highlights the fact pre-bedtime activities are often intentional. Similarly, the end of the interval may also be defined differently. While we defined it as the time the participant eventually gets out of bed in the morning (rise time), other researchers may define it as the time that the individual was no longer trying to sleep.
Given that the study tested only one brand of actigraph, the Actiwatch 2 and its automated algorithm, these findings cannot be generalized to other devices or other automated algorithms. Furthermore, future investigations to determine an optimized, standardized approach to defining rest intervals would benefit from including a larger number and a variety of participants, apart from the normal, healthy adolescents tested in this study. Subjects with sleep disorders or healthy sleepers whose rest-activity schedule is atypical could be included. In addition, the manual scoring system would need to be assessed using different actigraphs and automated software. A further important element of future research would be to validate the manual detection method through direct human observation, such as through video recording. Although PSG is a reference standard for sleep assessment, its simultaneous recording with actigraphs should make PSG unnecessary as a validation tool in this situation, since these studies often take place under standardized conditions with lights out at a fixed time. Thus, these conditions remove the flexibility seen in ambulatory home studies due to random activities such as reading, use of mobile phones and other electronic devices, or falling asleep with lights on.
Conclusion
The present study reports evidence of several instances where the default algorithm may yield imprecise rest intervals. These challenges may be avoided by employing a manual scoring protocol that defines the bedtime and rise time using activity level, light level, and event markers in a systematic way. This manual scoring method has a high inter-scorer reliability. While this process is more time consuming and increases participant load, the current proposed scoring rules for rest intervals translate to better estimated sleep indices. 
